[Contribution to the method of potentiodynamic polarization investigations to characterize the corrosion of dental alloys].
In an experimental study could be shown, that in corrosion investigations by help of the anodic polarization the sensity of the measurement of amperage is important. Testing alloy-systems like Remanium CS, which show passivation on a higher resting potential, mistakes in valuation of the corrosion behaviour by registration in a range of 10-50 muA/cm are possible.